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ABSTRACT 


An apparatus to observe the nonlinear generation of 
coherent anti-Stokes Raman beams was constructed. Three 
aifferent types of nitrogen lasers were built and each was 
critically evaluated. One type, which provided the highest 
power, was used to simultaneously pump two tunable dye 
lasers, The backgrounds and design features of each of 
the laser types are discussed. When two dye laser beams 
were crossed and focused in a Raman active material, the 
sample emitted higher frequency anti-Stokes radiation. Due 
to system limitations, this radiation was diffuse rather 
than a collimated beam. The theory of Coherent Anti-Stokes 


Raman Spectroscopy (CARS) is also discussed. 
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fee nObDuUCT TION 


Coherent Anti-Stokes Raman Spectroscopy (CARS) is a 
recently developed method that shows great promise for 
extending and complementing the applicability of standard 
Raman spectroscopic techniques. The Raman effect, recog- 
nized since 1928, is a very useful method for observing 
molecular vibrational energy differences but the conversion 
efficiency is low, the output Signal is Sometimes weak and 
the Signal to noise ratio is often unacceptable. The intre- 
duction of the laser made it possible to use smaller Samples 
and simultaneously observe more intense outputs. The detec- 
tion of the signal against the background fluorescence con- 
tinued to be a serious problem, however. Coherent anti- 
Stokes emission seems to overcome many of these shortcomings. 
CARS provides a tremendous increase in the conversion ef- 
ficiency, occurs at a shorter wavelength than natural 
fluorescence, utilizes relatively moderate input powers 
and, because of its coherent nature, facilitates signal 
separation. 

Since both the real and imaginary parts of the polari- 
zability are involved, the coherent anti-Stokes Raman effect 
has also been variously reported as four wave mixing and 
three-photon absorption. In this effect, two laser beams 
are focused together in the sample to be analyzed. When 


the frequency (photon energy) difference of the two lasers 
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equals the sample's vibrational energy difference, a third 
laser beam at the anti-Stokes frequency emerges. To sSatis- 
fy the phase matching requirement, the anti-Stokes beam 
emerges at an angle slightly off that of the entering beams. 
This enables the use of spatial filters to isolate the 

beam of interest. 

Tunable dye lasers have proved to be an ideal Source 
of radiation for this form of Raman study. The dye laser 
has a large characteristic gain resulting in high peak 
powers and an emission profile covering a wide range of 
wavelencths. Of the many methods available for pumping 
dye lasers, the nitrogen laSer is often chosen. The 
molecular nitrogen laser is comparatively inexpensive and 
easy to construct and produces high peak-power pulses. 

The final objective of the study presented in this 
paper is the obServation of the coherent anti-Stokes radia- 
tion caused by the mixing of the two laser beams. To this 
end, however, various modifications and trade-offs had to 
be made during the construction of the nitrogen and dye 
mers and these are, therefore, considered an integral 
part of the report. Section II deals with the dye laser 
pump. It includes a diScussion of the various types of 
pumps currently being used with dye lasers and the features 
of each. The nitrogen laser is then presented theoretically 
and practically. During the course of the experimental 


work, three different types of nitrogen lasers were 
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constructed and operated. These are evaluated with respect 
to output power, pulsewidth and efficiency. 

The dye lasers themselves are discussed in Section III. 
Two tunable dye laser cavities are needed for this work. 
One is a reasonably low power, fully tunable source to 
produce the Stokes frequency light. The other is a fixed- 
frequency, high power pump source. In order to keep the 
pump radiation approximately constant during mixing, it 
should be at least several times aS powerful as the Stokes 
beam. In Section III, the various types of dye laser models, 
tuning elements and procedures are reviewed. The actual 
construction and operation of the dye lasers used are 
discussed and compared to theory and current literature. 

Section IV starts with a presentation of the theory of 
Raman Spectroscopy in general and Coherent anti-Stokes Raman 
Spectroscopy in particular, The background is briefly 
reviewed and the theoretical aspect is developed in depth. 
Of primary importance is the amplification of the non-linear 
susceptibility equations and their relation to the current 
investigation. In the final analysis, the efficiency of the 
anti-Stokes output iS proportional to the square of the 
non-linear suSceptibility and the square of the pump inten- 
sity. It then becomes obvious that a strong pump beam, along 
with the Stokes beam, must be tightly focused in the sample. 
Section IV continues with the actual experimental apparatus 


used and the results obtained. The anti-Syokes output fully 
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demonstrates the feaSibility of this method for the observa- 
tion of the vibrational characteristics of molecules. With 
additional work, including stabilization of the laser 
intensities, this method could become important in future 


applications such as sample identification and monitoring. 





(eee ee we GAO PUMP 


There are a great number of optical pumps which can be 
used to stimulate a dye laser. Power, cost and size re- 
quirements are usually the primary criteria. Special pumps 
must be used if the dye is to lase in a continuous mode, 
Certain pumps will not be feasible if the dye laser is to 
operate at short wavelengths. If very high peak powers 
are desired, extremely snort-pulsed (possibly mode-locked) 
lasers must be used. In any case, the laser employed must 
be capable of supplying a useful amount of absorbable power. 
When a pulsed source is uSed, it should have a fast risetime 
and high eae powers, The cw pumps must be very powerful 
to overcome threshold and triplet state effects, All should 
be as efficient as possible so that the maximum amount of 


power is coupled into the dye. 


Pye Dye LASER PUMPS: A REVIEW 

Table I illustrates the various types of dye laser 
pumps currently being used in the field. It lists the 
output wavelengths produced by each and a series of refer- 
ences pertaining to the development and application of each. 
It should be noted that several of the lasers use second 
harmonic generation (SHG) to achieve wavelengths that can 
be usefully absorbed by dyes. The flashlamp pump radiates 


over a wide range of frequencies and hence does not employ 
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TABLE I 


SUMMARY OF DYE LASER PUMPS 


LASER WAVELENGTH (A) REFERENCES 


6940 Ce eas, 
3470 (4), (5) 


10600 


5220 (Ga) (2) 
3540 
2660 


FLASHLAMP Sos eae (5) og a0) = (C16) 


XENON Numerous® 


4306 (M) 
4954 (M) 
5008 (M) 
5190 (M) 
SAGO Sy) 
Sooo aco) 
55 StS) 
5956 (S) 





SLES 10S), (20) - (28) 
SSE 1) 
3635 (M) 


NITROGEN 33712 en =: (37) 


Second Harmonic Generation 





Third Harmonic Generation 
Fourth Harmonic Generation 
: Wide-Band Spectrum 


(M) =- Medium Strength Line 
(S) - Streng Line 


Predominant Line 





Selective absorption. Each of these pumps are briefly 
described in the Sections below. A comparison is provided 
in the last section. 
1. Ruby Laser 

The ruby laser was the first pump that was used to 
observe stimulated emisSion in a dye. In 1966, Sorokin et 
al {[{ljand Schafer et al [2] used the tremendous output 
(1000 MW/cm*) of Q-switched ruby lasers at 694 nm. The 
resultant lasing action in the dye was observed in the infra~ 
red. The above workers employed longitudinal pumping of 
the dye cell. Concurrently, Spaeth et al [3] used a 
horizontally spread 694 nm beam to transversely pump a dye 
laser. 7 

The natural extension of this work was to use a 
pump with a shorter wavelength in order to observe the dye 
laser emisSion in the visible spectrum. Schafer et al [4] 
gig SOrokin et al [5] reported this in 1967, using a 
frequency doubler with their ruby lasers. The doubled 
10 MW, 347 nm beam was used to pump dyes that lased over 
the entire visible spectrum. 

2. Neodymium Laser 

Soon after it was realized that the high power 
ruby pulses could be used to pump dyes, several workers 
EuEnea to the powerful na’? lacey ae ees 06 MLcron woutout 
Hres too far in the infrared to be useful, but McFarland 


iolmececdetts 5220 “Nesecond harmonic, in 1967, to ,pump a 
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dye. Soon thereafter, Glenn [7] and Soffer [8] were reporting 
Similar results. In 1969, DeMaria et al [9] announced that 


they had obtained 1 GW peak power (pulse width = 190713 


sec) pulses from a mode-locked Ne laser. Even with a low 
0.01% conversion efficiency, the doubled output was immense, 
3. Filashlamp 

In 1967, while reporting a dye laser using the 
ruby pump, Sorokin [5] speculated that a fast rising 
flashlamp could be uSed to pump a dye laser. In the same 
issue, in a short communication, he reported that he had 
pumped four dyes with a coaxial flashlamp [10]. This was 
the first example of a dye laser that was stimulated with an 
incoherent source, The flashlamp technology had already 
existed because of their development for use in flash 
photolysis. Soon, numerous researchers were reporting 
flashlamp pumped lasers. They included Schmidt and Schafer 
[li], Snavely [12] and Deutsch [13]. The problem of heating 
in the dye cell had been solved the year before by Schimitsche 
[14] when he revealed a circulating liquid laser using a 
ebashlamp. In 1968, Sorokin [15] obtained 100 Joule pulses 
with a risetime of 1 usec. Drake [16] has improved this to 
200 Joule. 

In order to maximize the transfer of energy from a 
flashlamp to a dye cell, several exotic designs have been 
adopted. Sorokin's device employed a coaxial flashtube-dye 


cell. Others have used helical lamps or linear lamps that 
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are elliptically confocal with the dye cell. In all cases, 
the frequency spectrum of the flashlamp cutput exceeds the 
SbeGmetsOleoala OL the dye, A great deal of radiant energy 
would be lost unless energy transfer mechanisms are used. 
This will be discussed in the section on dyes. 
4, Xenon Laser 

Hansch et al [17] reported, in 1973, the use of 
the xenon laser developed by Bridges [{18] and extended by 
Hoffman [19] to pump a dye laser. Hoffman obtained pulses 
with 390 W of peak power (distributed over four lines) 
and a pulsewidth of 5 usec. Numerous lines have been 
reported, themain ones occuring in the blue and green regions 
too Guero. 4, 50078, 519.0, 526.0,.535.3, 539.5 ang 
595.6 nm). Hansch claimed a dye output of 10-20 W peak 
power with pulse widths of 0.3 usec. Krypton has also been 
used in the same manner as xenon. The notable characteristic 
of these pulsed ion lasers is the large number of discrete 
lines spanning the visible spectrum. Only limited use of 
these lasers as pumps has been reported, however. 

5. Argon ion Laser 

Peterson et al [20] reported in 1970 the first 
example of a cw dye laser. They used the 5145 A SUEDUL 
from a 1 W argon ion laser to pump the dye and employed a 
triplet quencher to maintain lasing. Since that time, the 
argon ion laSer has been used extensively by a large number 


of researchers. Many of the articles report unique methods 
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of coupling the pump beam into the dye with as little loss 
and aS much beam focusing as iS possible [21]-[28]. The 
average powers being used today is 3-4 W. 
6. Nitrogen Laser 

In 1969, Lankard and von Gutfeld [29!} revealed that 
they had used a 100 KW commercial molecular nitrogen laser, 
radiating at 3371 A. to obtain laser action in two dyes. 
Almost immediately, many articles appeared reporting a 
variety of experiments uSing the nitrogen laser as the 
optical pumping source [30-35]. Nearly all of these 
arrangements used transverse pumping of the dye cell. The 
reason for this rush to use the nitrogen laser is obvious: 
The output pulses are very narrow and have high peek powers 
and the laser radiates in the ultra-violet, thereby extending 
the range of dyes that can be pumped. Its cost is also 
minimal compared to the other pump lasers available at these 
wavelengths. Since this introduction, a great deal of effort 
has been expended in attempting to improve the pulse shapes 
merpeak powers. Recently, Goddard [36] announced that he 
had constructed a nitrogen laser with a 9 MW output. This 
figure is open to debate and will be discussed in a later 
section. To date, an efficiency of less than one percent 
is considered normal. Most of the current commercial nitro- 
gen lasers have powers ranging from 50 to 500 kW. Recently, 
Willett [37] reported that he had doubled the output of 


nitrogen lasers by the addition of small amounts of SF. 
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It was later learned that this additional gas causes a 
residue of sulfur to accumulate in the laser. It may be 
possible, however, to find another gas which will improve 
the output without fouling the laser. 

7. Comparisons 

The ruby and neodymium laSers in themselves are 
quite limited for dye laser pumping purposes because of 
their long wavelengths. Dyes pumped by these sources laSse 
only in the infrared, By frequency doubling or tripling 
the outputs, very powerful beams at useful frequencies can 
be obtained. Harmonic generation, however, requires large 
amounts of power to obtain the SHG beams. The overall 
effect of this is to make the apparatus large and expensive 
tO mic chase and operate. 

The flashlamp has many attractive features. It is 
compact, provides multi-Joule outputs and can be constructed 
for almost any application. For these reasons, it is widely 
used by teams with available finances. The flashlamp has 
two main drawbacks. Since it radiates over a wide frequency 
range, much of the lamp energy is not usefully absorbed 
and this fact reduces the efficiency of the device. Efforts 
are being made to incorporate energy transfer mechanisms 
in the dye to uSe all of the pump radiation. In addition, 
the flashlamps possess a limited number of available shots 
before they break down. The apparatus that 1s associated 
with flashlemp pumped dye lasers — precise reflectors, 


heat @dissipators, etc. — require exacting tolerances, 
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As was stated earlier, the xenon laser is used only 
Sparingly as a dye laser pump. Its low divergence beam 
is ideal for use in end-pumped dye lasers, but the low 
output peak power and middle frequency range limits the 
versatility. 

The argon ion iaser is used exclusively to pump the 
cw dye laser. The purchase cost is high and the device 
requires a large power input. For dye laser frequencies 
less than 5000 A, the moderate-to-weak 3511 and 3635 A 
lines must be used. These "deficits" are usually overlooked 
as this laser is, with minor exceptions, the only practical 
cw pump availiable. 

The molecular nitrogen laser is attractive for 
several reasons. It can be purchased for moderate prices 
or constructed in the laboratory. It possesses high peak 
powers and short pulsewidths. The nitrogen laser does 
present a few problems, though. The efficiency of the laser 
is quite low, usuaily less than 0.1 percent. The ability 
of power supplies to furnish current can restrict the 
repetition rates. These rates decrease further when larger 
amounts of energy are called for in the laser. The narrow 
pulsewidths also present oScillation problems which must 
be resolved by minimizing inductances and unnecessary 
Seapacittances in the charging circuits. 

In the studies pursued in this paper, the firing 


Pec Aue NOt Critical and ringing could be reduced to an 
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acceptable level. The nitrogen laser's pulse cheracteristics 
are very deSirable for spectroscopic work and the laser 

Batts could be constructed locally. It was therefore decided 
to analyze the various nitrogen laser designs reported 
previously and attempt to build a laser incorporating the 
best features of each. It was honed that acceptable powers 


at a reasonable cost could be obteined, 


B. THE NITROGEN LASER: THEORY 

In 1963, Heard [38,39] reported a strong laser line 
eer 35/1] A emanating from a pulsed nitrogen-gas laser he 
had constructed. This laser had such a large gain that 
only one mirror was used (so as to avoid losing half the 
Belable power). The nitrogen laser demonstrated a fast 
risetime, narrow pulsewidth and high peak power. Given 
this, though, it wasn't until six years later that it was 
used to successfully pump a dye laser. 

In his original articles, Heard correctly identified 
Sr 


re 


a ° e ® 3 
mires transition responsible for lasing as C Te oats - 


(see Figure 1), but he did not speculate on the origin 

of the inversion in these triplet states. Leonard [40] 
and Gerry [41] performed the first experimental studies 

of the processes involved. Leonard determined that an 

E/p of about 200 V/cm-torr provided an optimum output over 
a wide range of pressures. He also investigated how the 
length of the active gain region affected output. Leonard 


found that for discharge lengths up to 80 cm, the gain was 
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75 dB/m (3 x 107 /m) and that for greater lengths, the output 
saturates and the gain becomes linear with length. Gerry 
concluded that the excitation mechanism resuiting in the 
inversion was the product of the direct electron impact 
eweatation. 

Since the radiative lifetime of C is approximately 
40 nsec., this direct excitation overpopulates the upper 
lasing level for this lifetime before lasing destroys the 
inversion with B. State B iS a metastable state (and hence 
does not depopulate very rapidly) since a triplet to singlet 
transition is involved in decay to the ground state. Gerry 
used the ratio of Franck-Condon probabilities to determine 
that the excitation cross section of C was at least ten 
times that of B and stated that this direct excitation was 
the predominant mechanism in the pumping of the second 
positive band (C). 

Ali et al [42] extended Gerry's calculations to cover 
nonsaturation conditions, The rate equations and derivation 
Which follow are essentially those used by Ali. Since the 


molecular nitrogen laser is a three level system: 


Sane a at 
ee ie 2a ~ 839 * Yam * Ta, * T30 ONG 
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dN 


2 eT ait 
ae XN, + (%32 7 + ¥q9INg - (TQ) 7 + Yay + XQ3)No 
i 
- R35 (N, (g,/95)N.) (2)) 


where: 


Population densities of ground, lower 
and upper levels, respectively 


Rate of coliisional excitation by 


es 
od electron impact from level i to level 
3 
Ys5 Rate of collisional de-eéxcitation 
J frome eo ul 
(T55)> Race Ob ractam Ve decay irom 7 to i 
Rey” Rate of induced emission 
3319 Statistical weights of upper and 


lower laging levels. 


In his calculations, Ali made the following assumptions: 


N, is constant (large number in ground state compared to 


1 
other states), 


Tt 


Soa 32 


"31 
respect to ground), X 


T35 (Since C iS metastable with 


>> xX (as postulatec by Gerry), 


108) 1s 
(B is metastable with respect to ground — 


Tay = 40 ns and T,, = .1 usec.), and Y,, = k =e fee 





concluded the following: 


—1 


32 I Wega nore N. > No (4) 


2/(% 35 + 
which states that the inversion must be eStablished in a 
period of time that is shorter than the upper state life- 
time (even when Yao = 0). fhis is of critical importance 
in the deSign of the nitrogen laser. 

Ali aiso determined that the fields present in the 
discharge were as important as the pulse risetimes. He 
analyzed the effect of Yaor the collisional deactivation 
term, and found that if the fields were not large enough 
to impart at least 6 eV to the electrons, a great deal of 
the available energy is lost to vibrational absorptions and 
de-excitations by collisional mixing. In this way, he 
Supported Leonard's 200 V/em-torr figure. For these reasons, 
Eaeweterogen laser design should aim at attaining large 
fields in a very short period of time. 

The long lifetimes of B also presents problems. The 
gas must flow through the laser rapidly enough to replace 
the "hot" gas between pulses. These gases also contain a 
great number of molecules which have been promoted to a 
higher vibrational state and tend to decrease the amount 


1@) 
Semecadliation at 3371 A. 


26 





Qe toe NITROGEN LASER: EXPERIMENTAL 

The requirements for high discharge fields and fast 
risetimes impose severe limitations on the design of 
nitrogen lasers. The 40 ns pulsewidth corresponds to a 
frequency of 4 MHz. This frequency range is not uncommon 
in the capacitive-inductive circuits employed in the laser 
construction, Almost all of the present laser designs go 
to great lengths, primarily by using low inductance trans- 
mission line (Blumlein) configurations, to minimize ringing 
and oScillation. Most of the devices also uSe capacitors 
to store large amounts of charge which is then rapidly 
transfered to the laser electrodes by some triggering 
mechanism, Numerous articles on the construction and 
improvement of the nitrogen laser exist [45-50]. 

During the course of this study, two nitrogen lasers 
were built and a previously constructed model was modified 
and its performance wasS optimized. These will be called 
the Nagata, Schenck and Godard designs and will be discussed 
in the order that they were constructed or utilized. 

1. The Nagata DeSign 

In 1973, Nagata and Kimura [5l] reported a "compact 
high-power nitrogen laser" using a cross field, low impedance 
laser configuration in a transmission line format. Its 
small size, relatively high power and ease of construction 
waS immediately appealing and it was therefore chosen for 
the initial attempt in constructing a laser that would 


efficiently pump a dye laser. 
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The Nagata laser is represented in Figure 2 and the 
circuit schematic is shown in Figure 3(A). The transmission 
line was constructed of 1/8 inch copper plates spaced 
1-1/2 inches apart. Ten 500 pF doorknob capacitors were 
mounted on each side of the laser cavity and helped to 
maintain the plate parallelism. The upper plates formed 
the cavity electrodes. Stainless steel strips were soldered 
onto the discharge edges of the plates to avoid sputtering 
and prolong plate life. These electrodes were 38 cm long. 
The edges of the electrodes were placed exactly 20 mm apart 
and held in that position by the screws into the capacitors. 
The laser cavity was then formed by mounting Plexiglas strips 
above and below the electrodes, 1/16 inch quartz windows 
Sealed the ends and Plexiglas strips sealed the sides not 
in contact with the electrodes. Holes in the top of each 
end provided for nitrogen entrance and exit ports. The 
charging inductor was constructed from 20 turns of #12 
gauge wire coiled into a helix with an inner diameter of 
ie 2) inch. 
| The spark gap was mounted directly to the upper and 
lower plates. The Spark gap geometry was as shown in 
Figure 4(A). The entire assembly was mounted in a Plexi- 
glas box and nitrogen was flowed slowly through the spark 
gap cell. 

The circuit operation was as follows: A positive 


voltage was applied to the plate opposite that of the spark 
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gap. Since the charging cycle occured at low frequencies 
(1-100 Hz), the inductor across the electrodes had a low 
impedance and allowed both plates to charge. Both sides of 
the laser cavity were then charged to the spark gap break- 
down potential. AS soon as the spark gap arced over to 
ground, a wave at the ground potential proceeded from the 
point of arcing. If the spark gap is placed near the rear 
edge of the electrode, the discharge gap nearest the spark 
gap first will see a large, rapid potential difference 
across it. This difference initiated the field generated 
electron discharge across the nitrogen medium. As the drop 
to ground proceeded away from the spark gap, the discharge 
proceeded down the laser tube. Since the drop to ground 
potential was very rapid (~ 10 ns), the inductor had a very 
large impedance and was, effectively, an open circuit, 
allowing the potential difference to be achieved equally 
along the entire length of the laser tube. The power supply 
was constantly providing energy and the circuit began to 
recharge immediately. 

An unregulated power supply provided up to 15 kV 
to the plates. Its limited ability to supply large amounts 
of current allowed only a moderate repetition rate. The 
high voltages (14.5 kV) provided, however, enabled the laser 
to impart .525 J of energy across the electrode gap. 

A low divergence, ultraviolet beam was detected 


coming from the laser the first time it was fired. When 
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the beam was focused into a aye cell, the dye fluoresced 
brightly, but it did not appear intense enough to enable 

the dye to commence lasing action. This conclusion was 
based on previous observations of dye lasers in operation. 
When a power meter or oScilloscope was brought into the 

room in order to meaSure pulse characteristics, the RF 
radiation being emitted from the spark gap and its associated 
circuits foul their triggering sections. The beam had to 

be focused into an adjacent room in order to avoid this 
problem. A biased HP 5082-4220 PIN Photo-diode was used to 
measure the pulse Shape, Its circuit schematic is shown in 
Figure 3(B). The FWHM pulsewidth was ~ 10 ns. A JODON 
PM-550 power meter provided a measure of the integrated 
power output. Initially, it read 0.02 mW. We estimated — 

a repetition rate of 3 Hz. This initial attempt showed that 
the approximate peak power was only about 667 watt. This 
was much too small to pump a dye laser. 

One of the features noted in the laser discharge 
was the bright arcing at both ends of the electrodes. 
Several attempts were made to suppress this arcing. The 
corners were rounded as much as possible and all edges were 
made spherical. Even though power increased to 3.3 kW, 
the arcing persisted even when Teflon and plastic tape were 
placed over the ends. It was also noted that the Plexiglas 
plates were becoming deeply etched and carbonized, thereby 


providing a low impedance path for the arcing. These “tunnels” 





were filled with RTV cement filler and one of the electrodes 
was replaced with a band saw blade embedded in a copper 
plate. Although the arcing continued to a lesser extent, 
the power was raised to 9 kw. 

During the measurements of pulse widths, considerable 
ringing of tne RF radiation had been noted. It was believed 
that the severe angles and partial loops in the existing 
Spark gap may have been responsible for this. A new Spark 
gap was constructed which had a minimum number of corners 
and leads. This new design is shown in Figure 4(B). It 
waS mounted as close to the plates aS possible and again 
flooded with nitrogen, Concurrently, the Plexiglas cavity 
plates were replaced with glass in order to alleviate the 
carbonizing and bridging by the arc. This required a shift 
of the inlet and outlet plugs to the side of the tube, 
adjacent to the electrodes. All leads were minimized and 
straightened. The original electrode replaced the band saw 
blade. These combined alterations reduced the pulsewidth 
to 6-7 ns. The laser, at this point, emitted a pulse with 
a peak power of 24.3 kW. In all cases, it was found that 
the optimum output occured for an E/p of about 180 v/cm-torr 
which is very close to Leonard's value. Under optimum 
conditions, and using a limited number of dyes, lasing was 
then theoretically possible, Since CARS studies require the 
use of two dye lasers and further large increases in output 
power was considered unlikely, other nitrogen laser options 


were investigated. 





2. The Schenck Design 

Schenck and Metcalf [52], in 1973, unveiled a large 
powerful nitrogen laser that cculd aiso be constructed by 
laboratory personnel. It was known that the Electrical 
Engineering Department had such a laser. It was understood, 
however, that this device was inoperative. An investigation 
showed that the pulse generating circuit had been wired 
wrong and this was repaired.* 

The Schenck laser is shown in Figure 5. There were 
several basic differences between this and the Nagata 
design. A thyratron was used instead of a spark gap and 
the capacitor arrangement was different. The use of a 
thyratron enabled the laser to be triggered by an external 
source which could be accurately varied to any specific 
repetition rate. This was important if very accurate 
measurements of peak power were to be made. 

The sequence of events reSulting in the discharge 
was aS follows: A power supply placed up to 20 kV on the 
floating storage capacitor. When the thyratron was fired, 
the side of the capacitor nearest it went to ground poten- 
tial and much of the charge on the storage capacitor was 


transfered to the dumping capacitors. These established a 


* 

A special thanks to Lt. J. Jaques for his help in 
BestOrine this System and to Professor J. P. Powers for 
allowing us to use this system. 
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field across the laser channel and a discharge resulted. 
Although the actual firing sequence was different from the 
Nagata laser, both deSigns were baSically the flat-plate 
transmission line, Blumlein pulse generated laser proposed 
bveohipman [43]. 

The Schenck laser that was used was 1.25 m long and 
the laser channel was 3.81 cm wide. The laser also used 
a sawblade to create a more uniform discharge. A maximum 
peak power output of 65 kW was obtained over a range of 
1-60 Hz. Although this laser was 3.26 times longer than 
the Nagata laser, the output power was only 2.67 times as 
meeat . 

It was observed that the pulse widths from the Schenck 
laser were ~ 10 ns long or longer, thereby reducing the 
peak power. Some time later, a solid copper bar was used 
to replace the wire leads from the storage capcitor to 
dumping capacitors and the entire electrical network wus 
condensed to reduce stray inductances. The pulse widths 
were reduced to 8-9 nS giving a peak power of 81 kW. The 
laser was operated at 20 Hz, 15 kV and 48 torr. It should 
be noted that the first dye laser action here was obtained 
uSing this nitrogen laser pump and a very crude optical 
cavity. With care, Superradiant laSing action could be 
achieved using the more powerful dyes. Although the output 
powers from this laser were very respectable, it was still 
inadequate for simultaneously pumping two dye lasers to 


powers high enough to be useful in CARS. 


a 





3. The Godard Design 

In 1974, Godard [36] published an article stating 
he had constructed a traveling wave nitrogen laser which 
had an output of 9 MW and an efficiency of 1%. These large 
figures were startling and many people attempted to duplicate 
them. The baSic deSign is shown in Figure 6(A). Godard's 
laser also employed a flat plate transmission line in Blum- 
lein configuration. It used a dual sided sheet of printed 
circuit board, 24 inches wide by 48 inches long. The material 
between the sheets of copper acted as the dielectric and 
both sides of the discharge channel were essentially contin- 
uous capacitors, The bottom was a solid sheet of copper 
While the top had a channel 2 inches wide etched across it. 
A 2 inch strip on top and bottom had been etched around the 
entire circumference to preciude edge-over arcing. A sample 
piece of this material with a 2 inch etched border withstood 
40 kV before it arced over. Figures 6(A) and 7 show the 
construction of the laser cavity. A glass plate was placed 
over the etched channel on the board. This was done to 
protect the dielectric from being damaged by fragments of 
hot metal. t also tended to raise the level of the dis- 
charge. This was necessary to clear the bottom of the end 
windows. 

Two heavy brass electrodes were placed on top of 
the copper cladding on each side of the channel. These 


were milled so as to fit the glass plate. Their weight 
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provided for the contact between the electrodes and the 
copper. A Plexiglas box was then fitted over the entire 
assembly. The bottom edge of the box had a thin, smooth, 
dry coat of silicon cement which had been covered with stop- 
cock grease, This made a good vacuum seal. 1/16 inch 
quartz plates were fitted over holes drilled in the end of 
the box. They were attached with paraffin which also pro- 
vided an airtight seal. Two lead bricks were placed on top 
of the box to facilitate proper sealing. Nitrogen was 
G@amitted at the top of one end of the box and drawn out by 
a vacuum pump at the top of the other end. When the pres-- 
Sure in the box was reduced, the seals all tightened up and 
the box could be evacuated to fairly low pressures. 

Since the substrate material was quite thin, the 
high vacuum would easily implode the area under the glass. 
For this reason, Plexiglas spacers were inserted between 
the electrodes and the box. In this way, the electrodes 
were forced down (making more positive ccntact) and thereby 
reinforced the bottom structure. The open area between 
LIne Spacers above the electrodes also tended to channel the 
Matrogen gas along the top of the electrodes and reduced 
considerably the area that needed to be supplied with 
fresh gas, 

An inductor coil, with an inner diameter of 1/2 
inch, was constructed of 20 turns of #12 gauge wire, It 


was mounted from one side of the copper cladding to the 





Smet, Over the cavity box. in order to avoid possible 
weakening of the dielectric by heating effects, the ends of 
the inductor were soldered to small copper sheets which 
were tightly taped to the copper cladding. The power supply 
line was Similarly attached to the end opposite the spark 
gap and the ground lead was attached to the copper cladding 
ere cne bottom, 

The spark gap was designed and machined to be small 
and efficient and to have the minimum possible inductance. 
It is shown in Figure 8. A 1 inch hold had been drilled 
through the board at the apex of the parabola. The copper 
on both sides was then etched back 3/4 inch. The two threaded 
plastic sides served both as anchors to the board and as a 
dielectric to prevent premature arcing from one side of the 
board to the other. Metal caps with electrodes were then 
Screwed down onto the copper, making solid contact with the 
cladding on both sides. The electrode spacing could be 
adjusted by turning the threaded electrodes, Nitrogen was 
admitted through a brass fitting and leaked out through 
the threads. 

The operation of the Godard laser was nearly iden- 
tical to the Nagata laser. The two sides of the laser 
cavity were charged to the same voltage via the coil. When 
the spark gap reached its predetermined voltage, it arced 
over and the top part of the spark gap went to the ground 


potential. Because of the parabolic shape cf the transmission 
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line/capacitor, a plane wave at the ground voltage pro- 
ceeded towards the electrodes. The end of the electrode 
nearest the spark gap first saw the drop and it was here 
that the field across the cavity first appeared and emission 
commenced, As the wave continued, the discharge proceeded 
down the cavity and emission along the laser tube was 
preferentially spontaneously induced, with only minor 
emisSion in other directions, The mirror served only to 
salvage radiation traveling in the back direction. 

The sequence described above is the theoretical 
reason for the Shape of the circuit board, as explained 
by Godard. Several measurements were made of the laser 
output in both directions out of the cavity. For example, 
in one case, it was found that .62 mW integrated power was 
emitted in the forward direction and .61 mW in the reverse 
direction. Addition of the mirror increased the power to 
1.7 mW in the forward direction. Hence, no evidence of the 
traveling wave effect that was claimed by Godard could be 
Seen. Powers up to 160 kW have been obtained from this 


laser. The capcitance of the board can be feund: 


See A 
a ara 
where: 
K = 4,8 
2 eo ac 
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ame is round to be .021 uF. Since 


with V = 12.5 kV, the input energy per pulse is 1.64 J, 

A peak power of 160 kW in a vulse 8 x 12 sec long gives 
meee xX oe J per pulse output. Therefore, the overall 
efficiency is .08%. This is well below the 9 MW, 1% laser 
claimed by Godard. Recent discussions with several leading 
researchers and the literature verify these lower 
efficiencies [50,53]. 

One tremendous advantage that the Godard laser had 
over other designs was the ease with which the entire 
apparatus — spark gap, cavity cover, electrodes — could 
be disassembled, cleaned, altered and reassembled. With 
some practice, it could generally be done in less than an 
nowre, Biectrode specings of 12.5, 15 and 19 mm have been 
tried with corresponding pressure changes and have verified 
the optimization condition. Peak powers were obtained fer 
E/p of 200 V/cm-torr + 10%. This ease of assembly and dis- 
assembly allowed various aspects of the laser design to be 
changed and the resulting effects investigated. 

The power supply used with the Godard laser was a 
full wave rectifier built in the laboratory. It used a 
neon sign transformer as the voltage producing element and 


= 


a diode bridge to rectify the output. A large capacitor 
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was used to smooth ripple. Because of the limitations of 
poem eaansfOormer, Only 10 kV could be obtained from this 
eet. 

Since the laser output power is proportional to the 
square of the applied voltage, it 1S obvious that an in- 
creaSe in the size of the power supply would be an immediate 
way to increase the laser power, To this end, the unregulated 
high-voltage supply, uSed with the Nagata laser, was attached 
to the Godard laser. The Spark gap and nitrogen pressure 
was adjusted and the laser was fired at 19 kV. The repeti- 
tion rate was 2-3 Hz. This high voltage caused a number of 
bright arcs to occur in the discharge cavity, but they moved 
up and down the length of the cavity, rather than becoming 
isolated in one or two specific locations, as in the Nagata 
laser. The laser was also much noisier than it was at 10 
kV. The intensity of the output appeared to be considerably 
higher (as demonstrated by an increase in the output of the 
two dye lasers) but before the 3371 A output could be meaSured, 
the laser broke down with a Sharp, loud snap. t was de- 
termined that the voltage had arced over from one of the 
electrodes of the spark gap, through the larger Plexiglas 


Spark gap retainer (thereby destroying it), to the opposite 





polarity copper cladding. It was believed that the stress, 
caused by the tightening of the anchors together, along 


with the high voltage, was responsible for this breakdown. 
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A new anchor part was machined from nylon stock and 
the Spark gap was reinstalled on the board. The operating 
voltage was reduced to 16 kV and the laser was again fired. 
The electrode spacing was increased to 19 mm in order to 
reduce the arcing in the laser cavity. As before, a small 
number of constantly shifting arcs were observed. Also, the 
noise that accompanied the discharge was considerably louder 
than in the case with the lower voltages. The laser had 
been running at 2-3 Hz, 16 kV for about half an hour when 
a loud noise was heard and the laser ceased operation, It 
was immediately apparent that a short had occured in the 
dielectric board on the edge of the cladding, as shown by 
Point A on Figure 6(A). In an attempt to salvage the re- 
mainder of the board, the end of the PCB was cut off along 
the cladding edge and that end was re-etched back l - 
inches. Concurrently, the Sparking voltage was reduced 
to 14 kV and the laser was tuxned back on. 

After 15 minutes of operation, another hole occurred 
Ome the board at Point B. The side could not be cut off as 
before, so another method was attempted. A two inch semi- 
circle of copper around the hole was etched, with nitric 
acid, from the top of the board. Q-Putty was used to dam 
off the etching area. The rough hole was drilled out to 
3/32 inch and the whole region was covered with silicon 
cement. The spark gap was adjusted to spark at 12.5 kV 


and the laser was again turned on. A short time later, 
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another hole appeared at Point C and the laser stopped. 
Since all three breakdowns had occured near the high voltage 
input, it was felt that its corner location may have induced 
some form of constructive interference. The high voltage 
input was moved to the center of that side of the sheet and 
the hole was repaired as described above. After operating 
at 12 kV for 15 minutes, another hole appeared at Point D, 
It should be pointed out that none of the new breakdowns 
occured at places that were involved in the repair of previous 
breakdowns, 

All of the holes had appeared along the edge on 
one end of the laser board and this discontinuity at the 
edge may also have contributed to the difficulties. To 
alleviate this, the top of the square end of the board was 
etched back 1 inch all around the periphery so that the top 
and bottom edges didn't coincide. The parabolic end was 
left as it was. The hole was repaired and the laser was 
again turned on. The voltage was set at 10 kV and it was 
increased by 1 kV increments until it was operating at 16 
kV, where it was kept for 2 hours with no further destruc- 
een Lt might be noted that the spark gap cover became 
quite warm during this operating time. 

A second board had, by then, been completed so, 
the next day, it was decided to continue elevating the 
voltage to see how the board responded to the recent 


Megmrications, At 18.5 kV, the board broke down at Point 
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E in Figure 6(A). This seemed to verify that the offset 
cladding did indeed make the board more stable to high 
voltages, Since the hole had appeared at a place where 
there was no offset. 

While the breakdown phenomena was being observed, 
another large piece of printed circuit board was prepared. 
It had been determined, at least on this particular laser, 
that no traveling wave effect existed. Hence, the parabolic 
plate shape was really unnecessary and, in fact, removed a 
lot of uSeful board area. This design gave a much larger 
amount of plate area and a concurrent increaSe in the amount 
of stored energy. This modified laser board, therefore, did 
not have the parabolic shape as before, but instead, used 
a fully rectangular shape with the laser gap located at the 
center of the sheet so that the capacitor area was the same 
on both sides of the laser cavity. The spark gap hole was 
located in the corner, near the electrodes as shown in 
Figure 6(B). The edges were offset on the top to avoid 
the overlapping discontinuities. 

When this board was fitted onto the laser cavity, 
there was no backup board available, so it was decided to 
use a relatively low voltage to avoid breakdown, Hence, 
the spark gap was set at 11.5 kV. It was quite surprising, 
then, to have the board break down after 3 hours of operation 
at this low voltage and a repetition rate of 3-4 Hz. The 


mele in the board occured at Point A of Figure 6(B). This 
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Pectveelar Vecation 1s unusual in that it occurred on the 
Spark gap side of the cavity, at a point where the board 
had been offset, when the voitage was relatively low 
(compared to the previous model board), and at a low 
repetition rate. This puncture was repaired with the sane 
etch and f1i11 method as deScribed before. The spark gap 
was reduced further to 10 kV. The output power at this 
voltage setting was only 120 kW which was much lower than 
was desired. 

A 60 + 4 mil board had been received and it was 
etched in the same manner as that in Figure 6(B). In order 
Bemeonpensate fOr ™the increased thickness, and hence, lower 
available power, it was calculated that the input voltage 
must be ee enSes from 11 kV to 16 kV. Since the maximum 
operating voltages of the thinner board appeared to he 
around 12 kV, it was estimated that the thicker board could 
easily accomodate at least 20 kV. Therefore, 16 kV did not 
seem unreasonable as a safe operating voltage. 

When the €0 mil board was fired at this level for 
15 minutes, it broke down dramatically. A large hole had 
been produced in the board at a point directly under the 
spark gap cover and the nylon retainer ring was punctured 
at three different locations. It was obvious that the 
limiting factor had become the spark gap assembly. 

In order to increase the distances between conductors, 


anew Spark gap was manufactured. The vertical distances 





remained the same, but the horizontal dimensions were 
doubled in order to prevent further arcing and breakdowns 
and to reinforce the base material. This larger spark gap 
assembly operated normally but seemed to misfire more often. 
When this misfire occurred, the voltage would increase to 
4 kV above the nominal level before the laser discharged. 
This occasional increase in the voltage required the use 
of even lower operating voltages, in order to insure the 
board safety. This, of course, reduced even further the 
output voltage of the pump laser. At voltages that were 
considered “safe", the output of the laser was considerably 
lower than previous designs. With the thick board in place, 
the laser could barely pump the two dye lasers Simultaneously. 
In summary, it could be deduced from the above 
factors that the thinner boards produced a greater amount of 
power at lower operating voltages. If a dielectric that 
could reliably withstand the necessary voltages could be 
obtained, the thin board would be considerably more efficient. 
Several improvements are contemplated for this 
Maser. The spark gap can be fitted with a standard spark 
Peug Which could be triggered by an external pulse generator. 
This would require a change in the electrical circuitry 
which would reduce the charging efficiency. Higher field 
potentials and repetition rates may cause problems in supply- 
ing enough fresh gas to the laser. The cavity box design 


allows room for a transverse flow arrangement. A series of 
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holes, drilled so as to point the gas stream into the active 
region, could be placed along one side of the box. A 
manifold would then be constructed along the side. Several 
gaS exit ports on the opposite side of the box would serve 
to remove the hot gas. 

The entire laser was very large and took up much 
laboratory space. The angled laser cavity also meant that 
the laser must be canted with respect to the region where 
the beam was being used. This further complicated the 
Spacing of system components, It would be very beneficial 
to use a design which has its output emitted normal to the 
laser side. Since polarization is not considered crucial 
in the ultraviolet beam, the angled windows would be replaced 
by perpendicular windows and the entire box could be constructed 
in the form of an elongated rectangle. This would greatly 
facilitate construction of the cavity box and the electrodes. 

Towards the end of this study, several new articles 
came to light which may provide the added needed powers. 
Kurnit et al [54] reported that, by uSing a xenon flashlamp 
and small quantities of a seed gas, they were able to elim- 
inate the arcing and increase the laser tube pressures by 
employing photopreionization. If needed, the design of 
our laser cavity cover could easily accomodate the presence 
Sethe flashlamp. Additionally, Suchard et al [55] have 
announced a significant basic change in the nitrogen second 


positive band laser. By using a radically new discharge 
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tube (similar to the co. TEA laser) and by adding SFe, 
they have produced pulses with a risetime of 130 ns (3 
times that of the lifetime of the C state) and pulsewidths 
of 480 ns. They speculate that the SP¢ depopulates the 

B state, thereby maintaining the inversion between C and 
B. Their powers were not disclosed, but they were not 
enough to lase a dye. With work, this type of laser could 


become Significant in the future. 
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Tie CB ea LASER 


EP. {chaos in Dye Lasers [56], stated: "Dye lasers 
entered the scene at a time when Several hundreds of laser- 
active materials had already been found. Yet they were 
not just another addition to the already long list of lasers. 
They were the fulfillment of an experimenter's pipe dream 
that was as old as the laSer itself: To have a laser that 
was easily tunable over a wide range of frequencies or 
wavelengths." It is for this reason, that is, the dye 
laser's tunability, that this laser is particularly suited 
to Anti-Stokes Raman Spectroscopy. One dye laser can be 
tuned to a fixed frequency and a second dye laser can then 
be slowly tuned over a continuous range of frequencies, both 
with a high level of gain. The dye laser can do this easily. 
Semiconductor lasers have been developed that can be doped 
to perform at particular wavelengths (usually in the infrared) , 
but the range is not continuous without an infinite number 
of laser Junctions. Tunable Raman spin-flip lasers are 
Bumaole, but not easy to construct. The molecular struc- 
tures of the organic chemicals are the basis for the dye 


laser's tunability and gain. 


fae THE) DYE LASER: THEORY 
Organic dye molecules are characterized by one special 


feature: They are composed of a series of conjugated double 
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bonds — chains and rings of alternating single and double 
bonds (Figure 9). The pi bonding electrons exist in con- 
tinuous clouds above and below the plane of the molecule 
itself. As the number of atoms in the molecule is increased, 
the number of electrons in the cloud increases and the 
electronic energy levels become more closely spaced. 
Superimposed on this electronic configuration are a large 
number of vibrational levels (from the large number of bonds 
present) which are themselves divided into a large number 

of rotational levels. 

When one electron of a filled energy state is excited, 
it 1S promoted to a higher energy level (this transition 
usually occurs in the visible and ultraviolet). This elec- 
tron can maintain its spin momentum resulting in a singlet 
state, or, less probably, undergo a spin flip to a triplet 
State. The combinations of these electronic, vibrational 
and rotational states produce an energy levei diagram simi- 
lar to Figure 10. Each of the electronic energy levels is 
composed of a continuum of vibrational and rotational levels. 

In 1961, Rautian and Sobel'man [57] proposed a method 
of obtaining negative absorption (gain) from organic mole- 
cules. They realized that the ground to singlet state 
(S,) transition (Figure 10) in organic molecules was the 
most effective. They proposed that if a molecule could be 
optically excited to the first singlet state, a small number 


memenem would decay to the first triplet state (T)). Since 
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Ges iad OLet LO GLOunGa transition is forbidden, a number 
of molecules would accumulate in the triplet state. In 
the ground state, only the first few vibrational levels 
are filled due to Boltzmann statistics, so that the upper 
levels are not occupied. All of this could result in an 
inversion between the lowest lying triplet level and the 
higher levels of the ground state, This was a phosphores- 
cent laser. They were certainly thinking in the right 
direction, but, as it turns out, the entire process is 
negligible compared to a Singlet te singlet, or fluorescent, 
laser, 

Stockman et al [58], in 1964, analyzed these two types 
of lasers. They used the standard equaticn for the deter- 


Mination of population difference densities and discovered 


20 e} 


Meat it would require a concentration of 10 molecules/cm 
and exceedingly high pump powers to reach threshold. They 
recognized that even this did not guarantee lasing as there 
were sure to be triplet-triplet absorptions that would 
further hinder the phosphorescent laser. The team did, 
however, correctly predict that a singlet to singlet fluor- 
escent laser would be feasible. The required pump powers 
and concentrations were acceptable and the relaxation times 
were appropriate for establishing a population inversion. 
They attempted to achieve lasing from a dye laser, but 


failed because of their choice of dyes [56]. 
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The actual dynamics of dye population inversion is as 
follows. An optical pump can place molecules in the first 
excited singlet state, Sis by either of two methods. At 
longer wavelengths, the molecule absorbs energy and is 
lifted directly to some appropriate level in Sy (process l). 
The molecule rapidly goes through radiationless internal 
conversion (process 3) to the lowest vibrational level of 


S If the exciting radiation has a shorter wavelength, 


by 
the molecule may be excited directly to some level in the 


second excited singlet state, S. (process 2). The lifetime 


a2 


2 


Seer is yery short (t = 10 sec.) and it undergoes a 


2 
rapid, radiationless internal conversion (process 3) to 

the lowest lying vibrational level of Sy. Hence, by one 
form or another, all of the transitions have ended up at 
the lowest level of Sy: There are therefore a significant 
memoer Of molecules at this level. In the ground state, 

X, most cf the molecules have remained in the lowest levels 
(from Boltzmann statistics). There is now an inversion 
between the lowest level of Sy and any of the upper 
(unoccupied) levels of X. The molecules may then undergo 
spontaneous or stimulated emission (process 5) to any or 
all of the empty levels in the ground state, Since there 
are almost an infinite number of empty levels in X, the 
fluorescence wavelength is a continuous band determined by 


the energy difference between Sy and the various empty levels. 


When a molecule decays to a level in X, it undergoes a 


Sy, 














transition to the lowest levels, maintaining the population 
inversion. 


There is a competing process, however. If the molecule 


remains in S, for a time longer than its lifetime (T = tow: 


1 


sec.), it can undergo intersystem crossing (process 4) 


to the lowest lying triplet state, T From here, it can 


vies 
behave in two ways. It can return to the ground state, 
a forbidden triplet to singlet transition (T = om ele 


o> sec.), or it can be excited to a higher triplet state. 


The latter is more likely as it does not involve a spin 
momentum change, The decay from Sy to T, is an undesirable 
effect in current lasers for two reasons, Any molecules that 
are taken out of S, reduce the number that can undergo 
stimulated emission. Furthermore, once the molecule is in 


Tye it can readily absorb light and go to T This action 


5° 
depletes the amount of light that can be used to stimulate 
molecules from X to Si: 

If the pulsewidth of the optical pump is greater than 
now sec., a Significant number of molecules can accumulate 
ee the triplet state and completely quench the lasing action, 
For pump lasers such as the nitrogen, giant pulse ruby or 
neodymium lasers, this intersystem crosSing effect is of 
little concern. For long pulse or cw pumps, however, it may 
completely stop the laser. Workers have been able to get 


around this problem in several ways. If the dye is flowed 


rapidly through the pump beam, fresh molecules in X are 
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continually excited and lasing proceeds. There is no time 
to build up an appreciable number of molecules in Th: A 
triplet state quencher can also be added to the dye solu- 
tion. These molecules physically interact with the dye 
molecules in Ty Those in T, transfer their energy directly 
to the quencher and return to the ground state, 

If normal processes occur, the absorption and emission 
Spectra take on the appearance of Figure 11. As would be 
expected from energy conservation, the absorption band is 
located at lower wavelencths than the emission spectra, 

The knowledge of the emission-absorption spectra of each dye 
used can be invaluable when optimizing the abSorption of 

pump radiation. Ultraviolet light may be only weakly 
absorbed by dyes which emit in the red. It may then become 
possible to add a secondary dye to the laser solution which 
absorbs the uv light and radiates in the region of maximum 
absorption of the primary dye. Such an absorption-emission- 
absorption-lase mechanism 18S called selective energy transfer 
and may increase the efficiency of a particular pump-dye 
pennant ion pyecemaccOr .of LO; 

As shown in Figure 11, the dye laser can radiate at 
any wavelength under the emission curve that is above the 
threshold limit (indicated by the dotted line). Such laser 
emission can have a very wide bandwidth. Some dyes, which 
have extremely high gains, can exhibit an effect known as 


Superradiance. The pumped recion radiates coherently along 
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its line of maximum gain, doing so without a resonant 

cavity. The output is collimated but has a higher divergence 
angle than the output from a laser with mirrors. Super- 
radiant emission iS very broad-band and is often undesirable. 
iG Can be reduced or eliminated by defocusing the pump 

beam. For spectroscopic work, any broadband emission is 
highly undesirable. In order to obtain narrowband emission, 
it becomes necessary to introduce into the laser cavity an 
element that has low loss at the desired wavelength and 

high loss at other wavelengths. This function can be 
accomplished by spectral absorbers (bandpass filters) or 
dispersive elements, such as prisms, gratings or etalons, 

or combinations of these, 

Bandpass filters are not often used since they are 
designed for specific frequencies and will not provide for 
continuous selection. On the other hand, etalons are very 
sensitive and are uSually used in conjunction with prisms 
Sie actings in order to provide greater narrowing of the 
light coming off the latter two devices [59-62]. Recently, 
mirrorless distributed feedback tuning has been reported 
ie2,64). 

Both gratings and prisms are used in modern tunable 
dye lasers [65-72]. Both are lossy at all wavelengths, 
but much more so at untuned frequencies. Prisms must be 
specially constructed so that light enters and leaves at 


Brewster's angle and they should also have non-reflective 
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coatings. In order to provide for the maximum dispersive 
effect, the mirror (Figure 12(A)) should be as far from 
the prism as possible. This leads to a large, often cumber- 
some setup but has the advantage of being very selective. 
Some lasers nave been constructed with as many as six prisms 
in a continuous circle, Prisms are often used where very 
high power (usually cw) beams are involved. Since the 
light passes through them unattenuated, they tend to resist 
heating effects and damage better than other tuning devices. 
Gratings are often used because they are available for 
nearly all wavelengths, are easily aligned and tuned and 
result in a compact laser cavity. Hard [73] has analyzed 
modern gratings and has determined that, while they are 
widely used and relatively efficient, there is much room 
for improvement, mainly in the development of more optimum 
groove shapes, The grating is inserted into the laser cavity 
as shown in Figure 12(B). When the laser beam strikes the 
grating, there are two beams reflected from it at an angle 
on each side of the normal. They are identical except that 
a is considerably more intense. It is this intense beam 
that is fed back into the laser cavity. The light that 
comes off in the weaker beam is uSually lost. Most dye lasers 
have the grating mounted in Littrow, which means the reflected 
beam follows the same path as the incoming beam. Other 
configurations use the light coming out the side of the 


laser as the output. Here, the front mirror is a total 
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metiector. Hard NaS also determined that the groove spacing 
on the grating should be between 0.5 and 1.5 times the 
wavelength of the light. This allows for tuning, but. means 
that separate gratings must be used for various major 
portions of the electromagnetic spectrum. 

Hansch [74] has described a pulsed tunable dye laser 
that can be used for spectroScopic purposes. His baSic 
setup 1s shown in Figure 13. This has become the standard 
design for pulsed dye lasers. Hansch has inserted an ex- 
panding telescope between the dye cell and the grating. 

The resolution of a grating is dependent on the amount of 
grating area illuminated. He also has inserted an etalon 
in front of the grating to further reduce the bandwidth. 

To complete the resonant cavity, a mirror iS mounted 
at the front end of the dye cell. This mirror usually has 
a transmission of 30 to 50%, This is quite lossy for a 
laser. Since this is a pulsed laser and the pulses are 
very short, there is only time for a few passes througn the 
laser. Hence, the puised dye laser is treated as a semi- 
superradiant laser. Only half of the radiaticn coming out 
the front of the dye cell is fed back into the laser. This 
is usually weak compared to the radiation that is emitted 
from the back of the cell, strikes the grating (and reduced 
to a narrow frequency range), and is then fed back into the 
dye cell, stimulating a considerable amount of light at 


the specific frequency. The overall output of the laser 
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is a weak broad band of superradiant radiation upon which 
is superimposed a very strong spike of light at the tuned 
frequency. 

The dye cell is constructed so that its faces are not 
perpendicular to the laser beam direction. This prevents 
the dye cell from becoming a laser in itself. The reflec- 
tivities of the cell ends effectively act as mirrors and 
the internal lasing severely degrades the effect of the 
tuning element. To complete the apparatus, a quartz lens 
is used to focus the nitrogen laser beam into the cell. 

The laser shown in Figure 13 is typical for trans- 
versely pumped dye lasers. The configurations used in cw 
or longitudinally pumped lasers are quite different and will 
not be investigated here. The main differences are the 
types of mirrors used and cavity geometries. 

The dye laser is, in principle, a simple, efficient 
device which has many useful applications. As with any 
laser, the component parts must be of very high quality and 
exact alignment is manditory if the laser is to cperate 
to its fullest extent, These two requirements pose the 
greatest problems when constructing a dye laser. The parts 
imeece must be built to the finest optical tolerances and 
the cavity components must be extremely stable, The optical 
parts and their holders are easily the most expensive part 
of the laser. With the proper parts and time, an efficient, 


mrimable laser source can be constructed. 
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Pee lee DYE LASER: EXPERIMENTAL 

When a 3371 A source had been developed which was 
believed to be capable of pumping a dye laser, it was 
decided to attempt to achieve lasing action using the most 
basic and efficient dye laser system. Rhodamine 6G (Figure 
9) was the obvious choice for the laser medium. It has the 
highest gain and one of the widest lasing wavelength regions 
@f any dye currently in use. 

Absolute ethanol was used as the solvent. Many solvents 
(water, DMSO, methanol) can be used but ethanol has been 
Shown to exhibit the best combination of tuning range, 
solvency and gain of those used, The absorption (trans- 
mission) spectra of Rhodamine 6G, Rhodamine B and Brilliant 
Sulfaflavavine were obtained using a Beckman DB Spectrometer. 
At low concentrations, it appears that the efficiency of 
absorption in the ultraviolet is low (Figure 14). Note 
that Rhodamine B, which fluoresces at longer wavelengths 
than Rhodamine 6G, also absorbs at longer wavelengths. The 
small rises in the Rhodamines in the ultraviolet may be due 
to direct transitions to the second excited singlet state, 
As the concentrations are increased, the absorption becomes 
almost 100% across the entire region of interest. This 1s 
especially true for Rhodamine 6G at concentrations which are 
normally used in transverse uv pumping arrangements. (3371 


° 
A is indicated in Figure 14 by the arrow.) 
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A cylindrical, parallel-end dye cell, 20 mm long by 
20 mm diameter, was Originally used (Figure 16(A)). It 
was commercially available in uv grade quartz. At that time, 
the deleterious effects of the parallel ends were not known. 
It was also later learned that the curved surface of the 
cell tends to defocus the uv beam and, hence, partially 
defeats the effect of the focusing lens, 

The mecca cavity was constructed from two concave 
mirrors, each with a focal length of 27 cm, and separated 
by 27 cm. The total reflector was coated with aluminum 
Beenad a reflectivity of 100%. The output mirror had an 
aluminum coating and a reflectance of 98%. This combination 
was used to make the cavity confocal and to have the maximum 
Q. Since the Schenck laser would not, at that point, raise 
the dye to superradiance, this radiation could not be used 
to align the cavity (this will be discussed later). There- 
fore, a HeNe laser was aimed through the output mirror and 
the resulting multiple reflections were used to align the 
system. During this procedure, the effects of the parallel 
dye cell ends were first noted. It was decided, wrongly, 
to alleviate the spurious reflections by carefully aligning 
the dye cell so that any reflections would be fed back along 
the beam path. Lasing was finally obtained by adjusting 
the mirrors until the first signs of stimulated emission 
was observed. The resultant yellow-orange laser beam was 


very weak but could be observed striking the wall across 





Wz 





the darkened room. The beam divergence was on the order 
Ga 2 mrad. 

Bascussions with Dr. J. Trias* indieated that most 
pumps of useful powers should be able to stimulate the 
Rhodamine 6G to Superradiance. He also noted that the 
concentration of the dye solution aCe M) was in the right 
range for this type of laser, but that it should be adjusted 
so that the absorption region extended into the dye ceil 
the same distance as the height of the absorption region — 
approximating a square active region. 

At this time, the Nagata laser came back into use and 
it was decided to return to it in hopes of obtaining more 
power. The following procedure has been used to align all 
of the beams involved in the dye laser system. The nitrogen 
laser was turned on and its beam was observed with a fluores- 
cent plate. The quartz cylindrical lens was then placed 
in a position so as to collect the area of greatest inten- 
sity. The dye cell was placed in the focused beam and 
adjusted to a position where the beam appears to be optimally 
focused. It was at that point that superradiance was first 
observed when using the Nagata laser as the pump. A colli- 


mated beam was emitted from the dye cell without the use of 


* a 

Dr. J, Trias, of the Naval Electronics Laboratory, 
San Diego, has provided very generous amounts of his time 
analyzing problems encountered and recommending solutions. 
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any of the mirrors that comprise the optical cavity. This 
beam had a divergence of 4-5 mrad. The presence of this 
Superradiance greatly facilitates the alignment of the 
remainder of the system. The output mirror was placed at 

one end of the dye cell and the reflection noted on a Sheet 
of paper at the other end of the dye cell. The mirror was 
then adjusted until the reflection from the mirror overlapped 
the superradiance. With slight additional tuning, the output 
on the paper suddenly increased in intensity. The total 
reflector was then placed at the other end of the dye cell 
and a piece of paper was placed where the beam emerges from 
the output mirror. The 100% mirror was then adjusted until 


a relatively strong laser beam emerged from the output 





Mee Or . 

Several features were noted in the laser cavity. The 
most troublesome was the inability of the mirrors to com- 
pensate for the beam divergence and to focus the rays 
tightly back into the dye cell. Various mirrors, with 
different radii of curvature, were tried with only limited 
pflecess. A partial solution will be described later. In 
Meewrion, the output mirror had such a large relectivity 
that only a small portion was coupled out of the cavity. 
Therefore, a series of mirrors, with reflectivities ranging 
from 50 to 85%, was tried in the system. As the trans- 
missivity of the mirror increased, the output intensity 


increased, but the beam degraded somewhat and it appeared 
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that much of the radiation was coming directly from the 
dye cell, and that very little was the result of multiple 
eceillations, 

A grating, obtained from PTR Optics, was then mounted 
mmeehe laser, in place of the total reflector, This grating 
waS especially designed for use in dye lasers, and was etched 
for maximum dispersion at 5000 A. It was Suitable for use 
throughout the visible region, however. Since the laser 
wasS to be tuned by rotating the grating about a vertical 
axis, the rulings of the grating must also be positioned 
vertically. If the grating is slightly off-axis, the beam 
coming off the grating will not smoothly scan the dye cell 
and numerous adjustments will have to be made to the grating 
alignment as the grating is rotated. A particularly simple 
method was diScovered for obtaining this correct vertical 
alignment. The sSuperradiant output of the dye cell was 
used to illuminate the grating at an angle normal to it. 

Two beams were reflected off the grating, at an angle on each 
Side of the normal. The grating was then rotated in the 
holder until the two beams emerged in a plane that was 
parallel to the table. Since this plane was normal to the 
grating rulings, the rulings were normal to the table, 

and were, hence, vertical. One of the two beams which 
emerged from the grating was much more intense than the 
other. It was this intense reflection which was fed back 


into the dye cell. 


ys, 
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A problem, Similar to the one encountered with the 
output mirror, was noted. The beam, by the time it hit 
the grating and returned to the dye cell, had diverged to 
such a large area that there was only a slight tuning 
effect which could be seen mixed with a considerable amount 
of superradiance. Two remedial steps were taken to solve 
this problem. An extension was mounted on the output 
mirror holder so that the mirror was placed in close 
proximity to the dye cell. The beam traveled only about 
4 mmas it went from the dye cell to the mirror and back 
to the cell. This short distance prevented any appreciable 
Spreading and improved the beam quality considerably. 

At the grating end of the cell, an optical beam expander, 
purchased from Oriel, was installed between the dye cell 
and the grating. As the beam emerged from the dye cell, 
it was expanded to ten times its original size. This 
enabled more of the grating to be used and hence reduced 
the bandwidth of the desired frequency. Since the beam 
Expanader iS mounted in Littrow, the light coming off the 
grating is focused to a very tight beam which is then 
coupled back into the dye. These two improvements, taken 
together, vastly improved the beam power and quality and 
considerably narrowed the spectral output. 

The entire arrangement, as deScribed above and shown 
in Figure 13, was applied to the Godard laser. A variety 


of dyes were then tried in the laser. The output was 
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observed with a 1m Jarrell-Ash Ebert Grating Spectrometer. 
The results are shown in Figure 15 and described in Table 
II, The only dye (in our possession) that would not lase 
was the Di~Butoxy-POPOP that was obtained from NWC, China 
Lake. The solubility of the compound was limited and 
suitable concentrations could not be attained. Later, 
Toluene was used as the solvent. A higher concentration 
was achieved and the dye lased weakly in the deep 
blue region. As can be seen from Figure 15, a large 
portion of the visible spectrum is covered by the dyes 
listed. The relative intensities of some of the dyes limit 
their usefulness in studies requiring high powers, but they 
do provide coherent radiation over a wide range of frequen- 
cles that could be used for some forms of spectroscopy and 
remote monitoring. (The curves in Figure 15 are approxi- 
mated by parabolas — which are, in fact, close fits to the 
observed curves.) A more complete list of dyes is presented 
in Reference 56 (p. 180-193) and References [75-81]. 
Although reasonable outputs were now being obtained, 
the problem of the mini-lasing between the parallel ends 
of the dye cell remained. The multiple reflections from 
the grating, mirror and two cell ends resulted in a multi- 
mode output that was unacceptable for the focusing and 
beam mixing that was required in CARS. A modified cylindri- 
cal dye cell was tried in the laser. It was constructed 
Out of pyrex tubing with a 15 mm diameter. Flat microscope 


slides were carefully cemented to the ends at 10° off the 
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normal. Figure 16(B) shows this design. It was difficult 
tO properly construct this cell and, because of the 

angled faces, the beam was refracted as it emerged from 
the cell. This refracted beam made the laser more diffi- 
cult to align and the geometry required did not allow the 
cavity length to be minimized. 

Puring a trip to Stanford University, T. W. Hansch's 
cell design was observed and it was duplicated in our 
laboratory, This design is shown in Figure 16(C). The 
cell had a path length of 10 mm and was ideal for small 
cavities, It could be tilted until multiple reflections 
From the cell ends diSappeared. It could also be modified 
to allow the dye to be pumped through the cell. This, it 
was feeorted by Hansch's group, was necessary when large 
pump powers were employed. Since the volume of the cell 
was small, there was little room for mixing and decomposed 
dye molecules soon accumulated. Not only did the output 
power decrease, Dut also the molecules were burned onto 
the cell window faces. 

One final solution used was to elevate one end of the 
cylindrical dye cell in its holder until the multiple 
reflections ceased and then to insert a spacer under the 
cell end to maintain this orientation. This final design 
was used more often than the others because it was larger 
and allowed the full 20 mm of the dye to be pumped. This 


was necessary to obtain the powers necessary for the CARS 
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effect. 
cell made 
Since 
had to be 
by Hansch 


they were 


‘e) ° = 
6G at 5000 A wasS approximately 3 A or 12 cm 


In addition, the large volume of the cylindrical 


the use of flowing apparatus unnecessary. 

tunable lasers are needed for CARS, two dye lasers 
constructed. Both used the basic design reported 
(Figure 13). Since no etalons were available, 


not used. The bandwidth observed in Rhodamine 
l 
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IV. COHERENT ANTI STOKES RAMAN SPECTROSCOPY 


In 1965, Terhune and Maker [32] revealed that they had 
observed both coherent Stokes and coherent anti-Stokes 
Raman radiation when they focused a high intensity laser 
beam into a Raman active material. The outputs were limited 
to conical sections which were much more intense than the 
standard Raman radiation. Their experiments demonstrated 
that the nonlinear effects of materials could be studied 
by uSing high intensity beams that would make these, other- 
wise weak, higher order (interaction) outputs easier to 
measure and analyze. At first, most workers in the field 
concentrated on the second order effects and the Stokes 
radiation. Since a fully tunable laser had not been developed 
at that point, the anti-Stokes side could not be selectively 
pumped. Therefore, the samples were analyzed with fixed 
frequency lasers and the more powerful output beam (Stokes) 
was Singled out and analyzed, even though there were often 
background fluorescence problems. 

It was later noted that other orders were being produced 
by the interactions of the pump beam and first order Raman 
beam. Hence, the two wave mixing effect was first observed. 
During the middle and late 1960s, many articles reported 
the analyses of various types of materials (liguids, crystals, 
semiconductors) using stimulated Raman techniques. These 


Second order studies soon gave way to even higher order 
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experiments, wherein three, or more, beams of various 
frequencies were mixed to get various sum and difference 
interactions. 

Although three wave mixing work was being pursued as 
early as 1972, it merely took advantage of the Raman 
resonances without applying it directly to Raman studies. 

In 1974, several articles appeared reporting the use of 
Benerent Anti-~Stokes mixing, or four wave mixing, to deter- 
mine the Raman spectra of various materials. All of these 
used tunable dye lasers to induce the non-linear interaction 
and beam production in the sample being studied. A fixed 
dye, or pump, laser was used to produce two quanta at the 
Raman pump frequency and a dye laser produced one quanta 

at the ees frequency. The three waves were mixed, via 
the nonlinear Raman material, to produce a fourth quantum 
at the anti-Stokes frequency. This latter beam was at a 
higher frequency than the natural fluorescence, was colli- 
mated and had a reasonably high conversion efficiency. 

The CARS concept requires an understanding of the Raman 
erect (the final application) and of the non-linear proper- 
ties of materials which enables the method to reproduce the 
Raman spectra. These are presented in the following sections. 


The experimental results are reported in the final section. 
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A. COHERENT ANTI STOKES RAMAN SPECTROSCOPY: THEORY 
1. The Raman Effect 

iimene eI 20S, while analyzing the scattering oF 
meant by liquids, C. V. Raman observed not only the expected 
unshifted Rayleigh scattering but also a modified pattern 
that was shifted in frequency from that of the fundamental 
light. When he used a mercury arc lamp, he found that 
"...each line of the incident radiation, provided it was of 
sufficient intensity, gave rise to its own modified scattering, 
and the frequency shifts, the relative intensities, the 
State of polarization, and other features of the new lines 
and bands were independent of the exciting radiation." [83] 
iieLact , fe found that these shifts were dependent on the 
material that was being analyzed. He also saw these snifted 
lines on each side of the fundamental frequency. The light 
that emerged from the sample that had a lower frequency was 
eventually called the Stokes radiation while that radiation 
on the other side, with up-shifted frequency (and hence 
greater energy than the fundamental), was called the anti- 
Seeces taciation. The intensities of the Stokes lines were 
much higher than the anti-Stokes lines. 

The importance of this Raman effect became more pro- 
nounced when it was determined that the energy differences 
involved in the shifting of the light was on the order of 
the vibrational energy differences of the molecule being 


studied. This interaction between the photon of light and 
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the molecule is often represented by a diagram such as 
Hagure 17. 

When photons, with frequency Vent SEL Keven roup: ot 
molecules, they impart an energy, equal to AV; to some 
of the molecules. Since these molecules are at room tempera- 
ture, the population of the vibrational levels is initially 
determined by the Boltzmann factor. During the scattering 
process, some Of the molecules originally in the ground 
state are excited to a higher vibrational level. During 
this process, the incoming frequency is shifted to a lower 
(Stokes) frequency, with the photon energy difference equal 
to the vibrational energy. In this process, some molecules 
in a higher vibrational level impart a unit of energy to 
the incoming wave as they Scatter to the ground state. 
The scattered light is upshifted in frequency (anti-Stokes) 
from the incoming light. As can be Seen, the Stokes photon 
energy is less than the fundamental photon energy by the 
amount AE while the anti-Stokes photon is greater by AE. 
Here, AE. is the difference in energy between the vibra- 
enol energy levels. It also develops that the rotational 
energy levels can be analyzed in the same basic form but, 
of course, the energy level differences are much smaller 
mma require more precise equipment to distinguish the 
frequency differences. 

The above discussion is based on the fact that there 


are virtual levels available to be used as the intermediate 
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eeoees. if there are no such levels, then the photon- 
molecule interaction cannot take place and it is Raman 
forbidden. It may be recalled that infrared spectroscopy 
is also dependent upon the vibrational characteristics of 
molecules. The infrared case deais with absorption of one 
photon whose energy is converted to vibrational energy, 
while the Raman caSe is a two photon process. Because of 
molecular or crystal symmetry considerations for highly 
symmetric molecules, infrared and Raman interactions are 
usually complementary — that is, Raman active modes are 
frequently infrared forbidden and vice-versa. The selec- 
tion rules for the determination of active modes are derived 
from group theory and will not be discussed here. The 
thrust of the derivation, however, brings into focus the 
origin of the Raman effect. A material is Raman active if 
there is a change in the polarizability of the molecule 

(c£ a change in the molecular electric dipole moment in the 
infrared active modes). Symmetric vibrational modes tend 
to be IR forbidden and Raman active. 

The Raman effect was then, a way of observing 
tranSitions and modes of symmetric molecules that were not 
visible in normal infrared spectroscopy. Scientific instru- 
ment companies produced Raman spectrophotometers and these 
devices became standard laboratory instruments. They were 
quite useful for observing organic molecule's covalent 


bonds (cf IR observation of polar bonds) but were handicapped 
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somewhat because the frequency shifted light emerging from 
the sample was often weak and difficult to separate from the 
natural fluorescence that appeared in some materials. Since 
the Stokes lines were much more intense, they were of primary 
interest. The anti-Stokes lines were often treated as a 
scientific curiosity (or filtered out), even though they 

were not masked by fluorescence. 

The advent of the laser touched off a new round of 
interest in the Raman effect. It was then possible to 
inject a very intense monochromatic light wave into the 
sample and detect modes that were previously too weak to 
observe. The high intensities also permitted the first 
observations of higher order lines which were produced by 
the non-linear portions of the material's polarizability. 
Many articles appeared reporting on the versatility of the 
intense, even stimulated, output for spectroscopy [84-93] 
and for monitoring trace elements, pollutants, fiow mixing 
and combustion [94-97]. Since the laser beams are non- 
destructive, the monitoring does not affect the processes 
being observed. The scope of Raman Spectroscopy has in- 
creased so dramatically that a new journal, The Journal of 
Raman Spectroscopy, began publication in 1973. 

2. Nonlinear Optics 

When an electromagnetic wave interacts with an 

atom or molecule with bound charges, the applied electric 


field can induce several forms of time varying charge 
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separations, one of which is electronic, forming an elec- 
tric dipole. This charge separation is called the elec- 
tronic polarization, P. There is a proportionality between 


the field E anda the polarization: 
Peeve, 5 (6) 


where a is the electric susceptibility. Since P and E 

are both vectors, x, is a tensor. For linear isotropic 
Materials, the polarization follows the field direction, 
making Xe a scalar. For other materials, whose geometries 
affect the forces involved, the polarization will not be 

in phase with E and may be in some direction different than 
E. This describes an anisotropic material. Here, X_ must 
be a tensor with complex parts, if the phase is affected. 


Hence, we can write: 


ae. = LKeN (7) 


Geonsideration of higher order terms gives 


ee (2) (3) 
Eeepcee 0 9 Ean, ten 2 X3k 05H KEL (8) 


at O4 ode ie Bed Osx ijk 2 k OsKp 2 


Eq. (8) is often written in a shorthand notation: 


- 2 ye) 
P= e, [x 6?) +E 7 Xe ) EE + Xe YEEE] (9) 
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where the Kes Superscripts denote respectively, the first, 
second and third order susceptibilities. 

In addition to the phase and directional charac- 
teristics of the suSceptibility, it must also account for 
the vibrational and electronic resonance features that 
exist in bound charge systems. These resonances produce 
anharmonic effects at or near resonance which directly 
affect the suSceptibility. The analysis of this nonlinear 
factor can be found classically uSing a driven, damped 
harmonic oScillator, or quantum mechanically. The full 
derivation is presented elsewhere [82, 98-100]. It is 
found that the total electric Susceptibility can be broken 
wemrneco the form of Eq. (7), such as: 


Xe ~ Xe * 1Xe F XyR (10) 
peewmerooking only at the third order portion, 


(liga Gye eee ee @) 
ee oe Oe + Xyr (is) 


(3) 
NR 


@ibiiity, and can be called the background susceptibility. 


where yx Heethe nonresonant real portion of the Suscep- 


-: + ix (3) 9) is the resonant portion of the suscepti- 


bility and, according to Levenson [101]: 
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where 


1 = Raman Matrix Element 

0, = Resonant frequency of Raman active 
Velie LON 

Tr = Lorentz half width at half maximum 

Wy 2 = Frequencies of incoming laser beams 


2) a wy! 


SuSceptibility rises to a maximum. In some materials, 


Eq. (12) is notable because as (Ww, - Ww 


where 


2 
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the resonant peak is quite pronounced. 

The importance of the electric Susceptibility 
becomes apparent when one considers the result of Bloembergen's 
[98] calculation regarding the intensity of the beam pro- 


duced by mixing three photons via the nonlinear medium: 


2 
4m w 
nee y= 2 2 
oh ee Xe! 1) 22 “con Sa 
Je is the coherence length and is defined as the distance 


eon 
in the sample that it takes for the wavefronts to become 


out of phase by m radians: 
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«coh ~ KS (14) 

ik 2 “3 
meee cold, other factors being constant, the intensity of 
the wave at Ws will remain about constant (due to non- 
me=sonant real portion and small amount of the resonant 
part) until a Raman vibrational frequency is approached, 
As this frequency is attained, the intensity suddenly 
increases drastically to a peak at the Raman frequency, 
then falls off. Furthermore, by making the line width,TI, 
very narrow, the effect is enhanced. 

For some time during the late 1960s and early 
1970s, many scientists were using this Raman resonance, 
as well as other resonances, to study the nonlinear processes 
[82,100~-114]. Several, in fact, were using the 
204 - Wy = W, system which is the basis of CARS. 

3. CARS 

The resonances of the nonlinear susceptibility in 
Raman active materials offers a way of observing a measura- 
ble, strong signal-to-noise beam when three (or two) beams 
are adjusted so as to match the Raman vibrational frequency. 
In 1972, Wynne [115,116] proposed the feasibility of spec- 
troscopy using anti-Stokes beams, as did Regnier [97] in 
1973. Wynne used his procedure to study X, in LiNbO., 
and Regnier used his scattered anti-Stokes radiation (of 
Ho) to measure absorption of this frequency by unknown 
amounts of H, in No. 
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In 1974, Begley et. al. [117,118] demonstrated the 
practicality of using the resonance effect for the deter- 
Mination of the Raman structure of compounds. They reported 
an orders of magnitude increase in the conversion efficiency 
em@ceea COllimated output that could be easily separated 
from the fluorescence and the input beams. Although the 
method is an indirect one, it is an efficient method of 
avoiding the lower frequency problems while reproducing 
the effect. 

Three photons are mixed by the Raman material to 
produce a fourth quantum at the anti-Stokes frequency. 

The process, albeit simplistically, is shown in Figure 18. 
Two photons at the pump frequency, ae are provided by one 
(perhaps a ave) laser. A photon at the Stokes frequency, 


Wor is provided by a tunable dye laser. In reality, it 


is a concurrent mixing of four waves, through oa in 
any one of several different steps. Yablonovitch [111] 
claims that two two-wave mixing iS aS important as three 


one-wave mixing. The overall equation is: 
ZA TH) sie (ES) 


The intensity of Wos iieeaiefy (1 6) Pee abts I, while I, corresponds 
to w. and I, co Wes Hence, aS the Raman frequency is achieved, 


the maximum intensity of Wag increases. Then, the difference 


between this and Wer er the difference between wu, and Wes at 


~ 


that point, equals the Raman frequency. 
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In addition to the requirement for adhering to 


energy conservation as in Eq. (15), there is a phase matching 


requirement that must be met: 
hike 0 (16) 


fis 1S Shown in Figure 19. The necessity for meeting 

Eq. (14) also determines the angles between the incoming 
beams. The output beam angle is naturally adjusted so 
that Ak = 0. Since the coherence length is short (~1l mm) 
in liquids, the angle between the beams iS not as critical 
aS it would be for gases with long coherence lengths. There 
Pmemupper and lower limits for the applicability of CARS. 
As the frequency increases, the coherence length decreases, 
reducing the output intensity. The lower Ls a ~ Wo 
is limited by how accurately the anti-Stokes beam can be 
separated from the two input beams as their frequencies 
approach each other and the anti-Stokes angle approaches 
the other two. 

Since the intensity of the anti~Stokes beam is 
dependent upon the intensities of both of the incoming 
beams, it is necessary, with current designs, to focus 
these input beams down to the point in the sample where 
the two beams cross. This provides the maximum intensity 
mor the power provided. The size of the focal spot is 


approximately diffraction limited. Assuming a Gaussian 
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beam: 


2 nee? A 2s 
w (z) = welt ge oe ] (17) 
WW 
where 
w(z) = Beam size at distance z 
Wo = Minimum waist size of the focused beam 


Zz = Distance from the minimum waist 


and using typical values for a dye laser, the minimum spot 
Size in the sample is ~30 micron.. 
For the purposes of estimating powers required for 
SARS, let the coherence length in Eq. (13) be two times the 
length at which the beam area is twice the area at the 
ieermum waist. This is satisfied if, in Eq. (17), for 
mw" 
O 


— (18) 


r f 
hence, 


£ = = (19) 





To determine the powers required, 
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(20) 
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As procedures, powers and concepts are improved, 
there is sure to be an increase in the observed conversion 
efficiency and more work in this area of Raman spectroscopy 
Can certainly be expected. Recently, two reports [119, 
120] appeared which may signal a new round of Raman 


Spectroscopic investigations. 


B. COHERENT ANTI-STOKES RAMAN SPECTROSCOPY: EXPERIMENTAL 

The CARS equipment was set up as shown in Figure 20. 
Because of eersoxy Space limitations, this layout is 
slightly Gn ferent than those commonly seen in the litera- 
ture. Differences will be pointed out as they are encountered 
in the description. 

ipeemitrogen laser must be as level as possible so that 
the sections following it are also all coplanar. The beam 
was 19 mm wide as it emerged from the laser. By the time 
Pee beam reached the beam splitting mirror, it had diverged 
to 30 mm. It was split so that two-thirds of the energy 
continued along and one-third was reflected. Other reported 


arrangements usually use co-linear or parallel CARS lasers. 
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The 20 mm wide portion that continued on is used to pump 
the higher power CARS pump laser. This beam was focused 
into a cylindrical dye cell, as in Figure 16(A). It had 
been canted to prevent multiple reflections. This dye laser 
was aligned and its output was noted so that a second beam 
can later use it as a guide. 

The beam splitting mirror was adjusted so that the 10 
mm wide reflected beam was normal to its original direction. 
The distance from the uv mirror, through each dye laser 
system, to the sample cell was made as equal as possible. 
This was done to coincide, as closely as possible, the 
Spatial pulse trains of the dye lasers' outputs when they 
reach the sample cell. The smaller dye cell shown in 
Bigure 16(C) was used in the tunable laser. A larger cell 
would be too wide and the ultraviolet beam would not com- 
pletely fill it. The tunable laser was then aligned and its 
output was noted. This tunable beam should cross the pump 
meeameat the same height, or very close to it. If the height 
mmeeerential is too great, it will be difficult to cross 
Mreetwo beams later. Should the height difference be too 
great, it will be necessary to tilt the uv splitting mirror 
to adjust the height of the absorption region in the tunable 
laser. This will either raise or lower the beam coming 
from this laser. The laser must then be realigned. This 


is continued until the two beams cross at the same height. 


TO 





A mirror was then added in the path of the tunable 
Stokes beam. This Mirror was constructed from an aluminum 
coated microscope slide that had a reflectivity of 1003. 

It should be coated right up to the edge of the glass. The 
mirror slide was attached to the gimballed part of a laser 
Mirror mount. The orthogonal adjustment feature will be 
critical later. The mirror was placed so that it barely 
missed the pump beam and yet caught the Stokes beam very 
close to the edge of the mirror. This mirror must be 
adjusted so that the two beams are as close to each other 

aS is physically possible. The tolerance, in fact, is the 
factor controlling the angle cf the two beams when they 
enter the sample. Because Of this precisenescs required, 
lenses were placed at the output of both lasers. They 

have focal lengths that just compensate for the beam diver- 
gence. The larger the beam, the more difficult it is to 
place them closely together. The reported CARS arrangements 
use dual gimbalied mirrors so that both beams can be adjusted. 

Am rather short focal length lens (25 mm) was placed 
along the path of the pump beam and the mirror was adjusted 
sO as to place the Stokes beam adjacent to the pump beam. 
This adjustment was not critical at that point. Since the 
position of the pump beam was fixed, it was used as the 
determinant for establishing the focal/crossing point. The 
Stokes beam was then blocked off so that only the pump 


beam passed through the lens. The location of its focal 
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point was noted visually and a card was placed at this 
location. The card had a 100 micron hole in it. This hole 
will be used to determine the correct crossing point. Once 
the pump focal point had been determined, the pump beam was 
temporarily covered and the focused Stokes beam was observed. 
The focal point of this beam may or may not be at the same 
point as the pump beam. If it is not, the lens at the 
stokes output can be adjusted longitudinally to bring the 
Stokes beam focal point to the same location as that of the 
pump beam. The focal points of both beams should be at 
the same distance from the converging lens. 

The Stokes beam was again covered and the pump beam 
waS passed through the system. The card was placed in the 
beam path and was adjusted so that the maximum amount of 
pump radiation was passed through it. The location of the 
focal point can also be checked using this card. It can be 
moved longitudinally along the beam while observing the 
Meant that is passed through the hole. If the hole is placed 
directly in the middle of the beam, the maximum amount of 
Pacmatiton, accompanied by some diffraction patterns, can be 
seen on a sheet placed behind the card. The card, and hence 
the hole, was the point where the beams will be crossed. 

The pump beam was covered and the Stokes beam was 
allowed to pass through. The micrometers on the mirror 
were carefully adjusted so that the maximum amount of Stokes 


light passed through the hole. At this point, it can be 
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determined if this is indeed the focal point of the Stokes 
beam, in a manner similar to that described for the pump 
beam. The lens on the Stokes beam should be adjusted so 
that the beam is focused exactly at the hole. 

Both beams were then allowed to pass through the hole. 
Both should be fairly intense with the maximum amount of 
both beams passing through the hole. The mixing region 
had been eStablished. The incident angle of the crossing 
beams can be checked by observing the Separation of the beams 
at some distance from the crossing point. With the 25 mm 
lens, it was generally not possible to achieve angles less 
than 2.0 degrees. In order to get smaller angles, it was 
mecessary to cut off part of the beams with the mirror. 

It should be mentioned that, since the focusing lens in- 
creases the crossing angle, the distance between the beams 
at the mirror cannot be used to determine this angle. 

Tt would now be theoretically possible to observe 
the CARS effect if the card/hole is replaced by a sample 
cell and the tunable laser is adjusted to the proper frequency. 

Banice it has a very high nonlinear effect, benzene 
was chosen as the initial sample material. Benzene has a 
very strong Raman line at 992 Si and this ime iS e@iten 
used aS a standard. Since the Raman frequency was known, 
it was simply a matter of choosing dyes that would produce 
Meer laser beams that were 992 Sit apart and that would 


exhibit a large gain. The various combinations of wavelengths 
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Emaeayes used in this connection are shown in Table III. 
When work had reached this early stage, the Coumarin dyes 
had not been observed and so the Rhodamine 6G/Rhodamine B 
and Rhodamine 6G/Fluorescein combinations were attempted. 
Since Rhodamine B lases at longer wavelengths, it was used 
in the tuning laser to produce the Stokes frequency light. 
The Rhodamine 6G is a strong lasant and was therefore used 
for the pump radiation. The Fluorescein was not a strong 
lasant and was quickly abandoned. 

Figure 15 can be used to determine the combinations 
of dyes and desired wavelengths. It was decided to choose 
wavelengths that were close to the peak powers of each dye, 
keeping both as high as possible. It was found that this 
ema be done by marking off, on a card, 992 com 2 to scale 
from the bottom of the graph and then sliding this along the 
two ayes contemplated until a balance of power could be 
attained. 

Mmaeorder to ascertain the exact wavelengths that the 
CARS apparatus was generating, a long fecal length lens was 
inserted behind the sample cell. The emerging radiation 
was then focused and directed into the Jarrell-Ash Spectro- 
meter. The procedure for approximating the Raman frequency 
difference was as follows: The pump laser was tuned to its 
proper wavelength using the value that was determined by 
the optimization process described above. The Stokes beam 


was then tuned to its correct frequency. It was verified 
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that the difference between these two beams was 992 em + a 


6 ae (2A). When benzene, in a cylindrical vaqmertz cell, 
was placed at the crossing point, no anti-Stokes beam was 
apparent. Dr. A. Harvey [117,118] suggested the following 
procedure: A hole was punched in a piece of cardboard. 
This hole was placed at the approximate position where the 
anti-Stokes beam should appear. At the same time, the 
emerging beams struck the cardboard and were thus "filtered 
out." The active region of the benzene was tnen viewed 
straight on through the hole. A small amount of radiation 
in the green region could be seen, but there was no semblance 
of a collimated beam. Still looking into the benzene cell, 
the Stokes laser was tuned slowly through 24 ain on each 
Side of eae Galcutated@correct [requency aeue green, Color 
Was observed to increase through the center frequency and 
then fade out, but no anti-Stokes laser beam was seen. 

It was possible that the two beams were not exactly 
crossed into each other. The established mirror setting 
was noted. Since there were now two variables (tuned 
wavelength and mirror setting), the mirror was moved in very 
small increments in a slowly expanding square spiral. At 
each increment, the Stokes beam was tuned through a reasonable 
range. The maximum radiation was seen at 998 cm + and at 


a mirror setting only slightly off that determined by the 


afagnment procedure. 
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Since the CARS device had never been actually seen in 
operation, it was not known how the necesSary powers appeared 
visually. The powers of the two beams appeared to be quite 
low, so they were measured. Although the power meter would 
not come to rest because of electromagnetic interference 
from the nitrogen laser, it did indicate that about 2-3 kW 
of power was being obtained from the pump laser and a much 
smaller and indeterminant amount of power from the Stokes 
laser. These were much less than those reported in the 
literature. It was also known that the bandwidth of the 
laser outputs were on the order of 12 emt, Hee e, ace eee 
deal of the available power was located in the band wings. 
It was decided to order larger beam expanders in order to 
narrow the bandwidth. The power problem was more basic 
and much more difficult to remedy. 

movalternatives were immediately available to increase 
the output powers. The most obvious solution was to increase 
the power of the nitrogen laser. This was discussed earlier 
and proved to be more basic and difficult than was at first 
thought. The choice of wavelengths and dyes was another 
Meesible solution. To this end, the wavelengths of the two 
dyes were changed, maintaining the proper frequency differ- 
ence, in an attempt to squeeze more total output power out 
of the system. The improvement was negligible, mainly 
because of the relatively low gain of the Rhodamine B. 

At that point, the Coumarins obtained from NWC and 


NELC were pumped and measured. The ANC-NMe showed 
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remarkably high gain in the yellow region of the spectrum. 
It was decided to reverse the role of the Rhodamine 6G. 
The ANC-NMe was placed in the pump laser and the Rhodamine 
6G was placed in the Stokes laser. The outputs were shifted 
to shorter wavelengths from the earlier combination and the 
powers appeared much stronger, especially that of the Stokes 
beam. The pump beam power was ~5 kW while the Stokes was 
~2 kW. The fluorescence appearing in the benzene cell was 
stronger, but the increase was not dramatic and there was 
still no indication of a collimated anti-Stokes beam. 

The other solution was to decrease the laser bandwidth. 
To this end, new lenses were inserted in the beam expanders. 
These lenses enabled more of the grating areas to be utilized, 
thereby reducing the bandwidth of the tuned output. The 
optical bandwidth was then approximately 2A. It was possi- 
ble that the true bandwidth value may be lower, as the 
grating in the spectrometer was not fully utilized. Although 
2 A wes Still rather wide for spectroscopic purposes, the 
amount of radiated energy per unit wavelength was doubled. 
Further decreases in the spectral output could be provided 
by the use of etalons (which were available). When these 
narrowed beams were focused into the sample, an increase 
in the amount of green anti-Stokes radiation was noted, but 
no collimated beam was apparent. 

In order to evaluate how well the apparatus should 


theoretically perform, Eqs. (13) and (21) were analyzed 
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using parameters typical of the lasers being used. During 
the alignment process, it was estimated that the beam 
waist was far from the diffraction limited case. It was 
visually determined that the beam was approximately 100 iu 
wide at its focal point. This larger beam has two effects 
zn Eq. (13). The effective coherence length increases and 
the intensity decreases. 

In order to determine the effects of a focal point 
mm@at 2S not diffraction limited, Figure 21 was used to 
visualize the parameters. Wo is the waist size of the 
diffraction limited beam, while w is the radius of this 
beam at any other point, z. w' is the radius of any other 


beam. The difference at any point is a: 


w' =wta=, (22) 


and 
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It was desired to determine the point where the area of 
the non-limited beam was equal to twice the area of the 


waist size of the nonlimited beam: 
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Using typical values of 10 u for the diffraction limited 
fest and 100 u for the waist of the laser beam in use, 
it was calculated that in this experiment, the output 
intensity would be only 1.82 x 10°* times that of the 
limited case. Assuming that the Stokes beam had a power 
of 4 kW, the anti-Stokes output would be Only about 4 W. 
One of these pulses would contain approximately Ome 
photons. This is considerably more than is required for 
detection by the human eye. 

ime was-also observed that the quality of the dye laser 
beams was far from perfect. There appeared to be a com- 
plicated mode structure. The lower beam qualities directly 
affected the phase matched interactions occuring in the 
benzene. Instead of a smooth, even mixing, a time-varying 
series of interactions were believed to be taking place. 
irs Obvious that this would result in the production of 
a diffuse pattern of radiation rather than a well defined, 
collimated beam. 

iewss believed, then, that the radiation that was 
observed coming from the interaction area was indeed the 
result of the anti-Stokes process. Although the exact 


wavelength of this light could not be determined, it was 


visually verified that the color was very close to the 
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wavelength that was calculated. The fact that the inten- 

Sity of this radiation increased and then decreased as the 
dye beam was swept through the Raman frequency and as the 

adjustment mirror was rotated reinforces this belief. 

At this time, it was realized that the effects of 
refraction, due to the benzene, had not been taken into 
PeGount. Benzene has an index of refraction of 1.502. 
This affects the manner in which the incoming beams are 
Smeesed and focused. Previously, the alignment of the 
crossed beams had been determined uSing a hole in air. 

The sample cell was then installed. It had been assumed 
that the focal points and crossing point remained constant 
@oeing the addition of the cell. In fact, because of the 
refraction, the crosSing point was shifted to a point 
further away from the lens. If the plane of the two beams 
was not normal to the sample cell, the beams would be 
uncrossed as they travelled through the sample cell. The 
solution was obvious. A small hole was placed in a strip 
Seealuminum foil. This foil could then be lowered into the 
Eample and the beams could be focused and crossed in the 
Raman active material's own environment. This was never 
done as multiple problems were being encountered with the 
nitrogen laser and adequate dye laser output power could 
met be achieved. 

fee was also at this point that the degradation of 


Coumarin dyes was observed. The output of the strong dye 
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laser beam had been gradually decreasing as the laser was 
repetitively fired. Finally, the ANC-NMe would no longer 
lase. The solution had turned from a yellow color to an 
@range color. As the small amount of solution in use 
represented the total amount of the dye that was available, 
other alternatives were investigated. A pump beam in the 
Vemlow region was desired. No currently used dyes have 
their maximum outputs around 5900 A, so it was recommended 
that small amounts of Disodium Fluorescein be added to 


Rhodamine 6G in order to enhance the yellow output. 
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V. SUMMARY 


the results reported in this paper demonstrate that 
Coherent Anti-Stokes Raman Spectroscopy can be observed 
Sara Small scale under less than optimum conditions. This 
meet, in itself, is important in that it shows that the 
effect is of sufficient magnitude to be observable in a 
number of situations. Even with extremely low conversion 
efficiencies, the anti-Stokes output is visible. With a 
series of modifications designed to increase this efficiency, 
the output could become fairly strong for observations of 
low concentrations and weak lines. 

The peed, GONStrUcCt1On and Improvement Of thescevena! 
types of lasers used in the apparatus proved to be the most 
meestrating, yet educational portion of the research. [In 
order to find a nitrogen laser with the highest power, it 
was necessary to analyze several of the many designs that 
have been reported in the literature. In most cases, the 
output powers that were observed did not approach the reported 
values. Nevertheless, one of the lasers that was constructed 
produced nanosecond pulses with peak powers that ranged up 
to 160 kW. 

The outputs of the dye lasers amply demonstrate that 
fully tunable coherent sources can be developed by indivi- 
duals requiring such a device. The high gain and short 
pulses result in reasonably high peak powers that can be 


used for a variety of spectroscopic Studtes.< 
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The appearance of the anti-Stokes radiation caused 
by the interaction of the dye laser beams in the Raman 
active material did not resemble that reported in the 
literature. This was undoubtedly caused by the beam 
qualities present in the apparatus used. However, it 
would be possible to obtain the coherent output with a 


modest number of improvements to the system. 
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VI. SUGGESTIONS FOR FUTURE EFFORTS 


When developing new concepts and equipment, a great 
deal of time and expertise must be devoted to achieve the 
ultimate goal. Such was the case in the proceedings reported 
iets paper. The theory and application of nitrogen 
lasers, even at the most advanced levels of industrial 
technology, is, at best, incomplete and far from being 
perfect. It was therefore necessary to invest a considerable 
amount Of effort to construct, from scratch, a viable and 
efficient dye laser pump. Without this concrete base, the 
remainder of the experiment 1s moot. 

Each of the three nitrogen laser systems investigated 
had its own advantages and drawbacks. The Nagata laser 
Peemcimple to construct and was quite reliable, once the 
stray inductances had been removed. It suffered from 
Severe arcing problems and a low output power. With some 
modifications, it is believed, however, that this design 
could become the most effective. The 38 cm active region 
should be extended to 80-90 cm to take advantage of the 
optimal dB vs length values reported in the literature. 

If thicker electrodes were incorporated in the design, the 
edges could be rounded using a larger Facius- Of.elm vy alurce 
and the arcing may be reduced. A larger flow rate (using 


larger capacity pumps) would compensate for the additional 
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volume of gas in the cell. The large number of individual 
storage capacitors would provide for replacement of dis- 
crete failures. Since the "traveling wave effect" has been 
ruled out in this experiment, it is felt that a continuous 
Capacitor plate is unnecessary. 

The Schenck laser is advantageous in that it can be 
feeurately fired at any specific repetition rate. With 
some design changes, the transmission line deficiencies 
could be remedied. The remainder of the shortcomings are 
Similar to those of the Nagata laser and similar solutions 
eemea be attempted. 

The Godard laser, which received the greatest share of 
time and effort, proved to be, simultaneously, the most 
valuable for basic nitrogen laser research and the least 
valuable when a consistant, reliable laser energy source 
was required. Its design enabled the researcher to perform 
on-the-spot modifications to improve performance. Its 
modular design allowed a systematic evaluation of each of 
/meswcomponents to be conducted. As a result of this, the 
parabolic shape was discounted, the deficiencies of the 
dielectric material were discovered and the thick electrcde 
was verified as the way to defeat the arcing problem. This 
imiser, however, would not operate for any great lengths of 
time and this fact contributed significantly to the fact 


that more effort was not expended in the CARS research. At 
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least 24 hours was required to repair board damages and, 
with the added offset edges and rounded corners, two to 
three days were needed to etch each board. This time 
represented a considerable amount of dead time that could 
moteeoe used to improve the final result. 

Mae dye laser design was fairly straightforward and will 
require only minimum modifications in the future. The 
aluminum and silver coated microscope slides degrade with 
age and have to be replaced at regular intervals. These 
mirrors cannot be accurately reproduced and have not been 
specifically designed to reject wideband super-radiance 
while passing the desired tuned wavelengths. This factor 
is not critical but commercially produced dye laser mirrors 
could Peace better beam mode structure and wavelength 
selectivity. If necessary, etalons should be added to the 
laser cavity to further reduce the laser bandwidths. Again, 
mimesetactor is not necessary if sufficient powers are 
available. 

Assuming that operational laser powers can be obtained, 
the foil-in-sample alignment method discussed earlier should 
meetollowed. This could provide the means necessary to 
observe the effect described herein. It may also be necessary 
to stabilize the mount alignment of the grating orientation. 
Any mount deficiencies result in constant adjustments being 
required during tuning. This would be necessary for commer- 


cial devices where operator controls must be kept to a minimum. 
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When adequate Stokes and dye laser pump powers are 
obtained, there are many effects that should be investigated 
involving the crossed laser beams. Beam polarization may 
prove to be an important factor. Since the radiation coming 
off the diffraction grating is approximately polarized in 
the vertical direction, both beams are vertically polarized 
when they cross in the sample. Polarizing crystals, between 
the dye cell and the output mirror should pass the tuned 
wavelength, while eliminating at least half of the superradiant 
output. Downline quarter wave plates and polarizers will 
enable further studies of the effect of the wave orientation 
on the susceptibility tensor. 

During the course of the CARS experiment, a Neodymium 
filter was used to eliminate the strong yellow line so that 
the anti-Stokes line could be observed. When this filter 
was tested on a spectrometer, it was discovered that a 
relatively strong secondary absorption line existed in the 
megrvon where the anti-Stokes line should have occurred. 

This filter could be used to an advantage, however. If 

the yellow pump beam could be set to exactly fit the filter, 
the anti-Stokes line will fall outside of the filter's 
Secondary absorption line. This would facilitate the 
observation of the CARS effect, in benzene at least. 

Other filter methods will have to be developed if this 


system it to be used on Raman active materials in general. 
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It appears that, with modifications that have been 
determined during the course of this research, a moderately 
inexpensive, easy to construct CARS device can be developed 
by any reasonably equipped laboratory. This apparatus 
can be used to study a variety of effects, such as dye 
laser chemistry, material nonlinearities, including higher 
orders using higher powers, crystal symmetries and the 


CARS described in this report. 
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